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lUrMMAHY 


A fltudy Is conuucced lo determine the feasibility of usin^ a two- 
mlcrophone, random-excitation technique for the metsurement of acoustic 
impedance. Equations are developed, Inciudlrif^ the effect of mean flow, 
which show that acoustic impedance is related to the pressure ratio 
fuid phase difference bt^tween two points in a duct carrying plane waves 
only. Tests are conducted to determine the feasibility of this approach. 
The impedance of a honeycomb ceramic specimen and a Helmholtz resonator 
are measured and compared with the impedance of there specin.ens obtained 
usin^ the conventional standing-wave method. Agreement between the 
two methods is generally good but some system/it ic differences exist. A 
sensitivity analysis is performed to pinpoint ^'ossible error sources and 
recommendations are made for future study. The two-microphono approach 
evaluated in this study appears to have some advantages over other 
Impedance measuring techniques. Possible advantages include: application 

to problems where flow noise is dominant, better resolution of experimental 
data and significant reduction of time required for testing with poten- 
tial for near real time .mpedance measurements. 


INTHODUCTION 


An uccurut»' Kn*^wleii^t* of acoustic Impedance Is Important for optimlzini^ 
noise attenuation "*f acoustic absorbers for turbi>miichlnery ducts. Because 
iiK^st practical absorbers used for duct treatments do not lend themselves 
to mathermit leal m<'*delln^,, acoustic Impedatjce mu'^t be measured. The objective 
of thl.'^ .udy was to test the feasibility of a new Impedance measuring 
technique by comparing the results with those obtained! using the conven- 
tlonfil st/uidlng wave method* A narrow band and broadband absorber were 
used as test specimens. 

In the last several years a number of new impedance measuring methods 

have been proposed. Those based on stationary microphone systems will be 
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briefly reviewed. Clately and Cohen used a gated sine wave to determine 
the Impedance of small acoustic filters used with refrigeration compressors. 
By using a long tube upstream of the acoustic filters, they were able to 
separate the Incident and reflected sound waves. This experimental arrange- 
ment allowed then to measuri' the Incident and reflected wave funplitudes, 

[ 2 ] 

as well as the phase shift between the waves. Sciimldt and Johnston used 
a pair of closely spaced microphones to measure the reflection coefficient 
of orifices. Howt‘ver, they had problems In determining phase angle and 
therefore did not measure acoustic lmf)edance. Melling^^^ used a ”two- 
mlcrophone** method tj measure the acoustic impedanee of perforates. Singii 
and Katra^^*^ used a pulse technique to measure the reflection coefficient 
of small acoustic filters. Ll>e Gately and Cohen, they used a long tube 
to separate the Incident and reflected waves. 

•Niimbers In brackets refer to list of cited references at the end of th/s 
report . 
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Lonf: tube lengths needed for techniques proposed by Gately and Cohen^^^ 
f I4I 

and Singh and Katra may result in unwanted dissipation. On the other hand, 
discrete frequency techniques, such as used by Schmidt and Johnston, are 
time consuming, and may not be well suited for practical acoustical testing. 

Seybert and Ross^^^ used a two-microphone, random-excitation tech- 
nique to study acoustic impedance of automotive mufflers. They rhowed 
that for a plar.e wave sound field, the incident and refltcced waves could 
be separated by measuring the cross-spectrum between two microphones 
located at fixed positions in the duct. Thus, in addition to measuring 
acoustic impedance, this method can also determine the Incident and 
reflected sound power in a duct. Recently, Blaser and Chung^^^ have 
used this method to evaluate internal combustion engine exhaust systems. 

The remainder of this report discusses the application of the 
tw ^-microphone technique of Seybert and Ross to measurement problems in 
duct acoustics. This work was carried out during a ten-week period 
during which the first author was supported by a fellowship provided 
by NASA and the American Society for Engineering Education. 
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SYMBOLS 


2 

rinplltude of Incident wnve, dynes/cra 

2 

complex amplitude of reflected wave* dynes/cm 
sound speed, cm/sec 
frequency, Hz 
imiig Inary unit 

free space Wfive number*, cm ^ 

Incident wave numbt?r, cm ^ 
ri? flee ted wfive number, cm ^ 
fl(W mach munber 

2 

Incident acoustic press'ore dynes/cm 

reflected acoustic pressure (complex) dynes/cm' 

pressure ratio between and 

reflection factor (complex) 

reflection coefficient 

flow velocity, cm/sec 

axial coordinate, cm 

microphone positions, cm 

acoustic impedance, normalized by pc 

measured axial impedance, normalized by pc 

resonator Impedance, nornuallzed by pc 

termination impedance, normalized by 

angular frequency, 27Tf 

angle betwecTi P, and P , radians 
i r 

acoustic resistance, normalized by 
acoustic reactance, normalized by pc 

3 

density of air, gm/cm 

U 



THEORETICAL CONSIPKHATIONS 


Figure* I is a diagrfun showing a rigid tube containing an acoustic 
median that is excited by a vibrating piston or other acoustic source. 
The tube is terminated at the coordinate origin by an acoustic system 
with unknown acoustic impedance Z(f). Assuming only a plane-wave sound 
field in the tube, the incident and re lected sound pressure waves can 
be expressed by: 


Pj A^t) = 


( 1 ) 


P (X ,t) = B ^ 

r 1 


(?) 


where 


K, * -r^ ' K = ■ — ■ , K = M = - 
i 1 + M r 1-M c c 


and where v is the mean flow speed and e is the speed of sound. 

The total acoustic pressure at any point in the tube is the s'jm 
of the incident and reflected pressure waves. The ratio of the sound 
pressure between two points and x^ is: 
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The ‘implex reflection coefficient R «t x ■ 0 is defined 
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and R is related to the impedance Z(f) by 


(M 


R 


2(f) - 1 

Z(f) ♦ I 


Combining equations 1 through 5 and solving for Z(f) yields; 


(5) 


Z(f) 


(e"^»^i^ -e^Vl) - -e^Vc) 

+e^'^r*2) - (e"^’^l’‘l +e"^'^l’‘l) 


( 6 ) 


Equation 6 reives a potentially useful way to calculate the acoustic 
Impedance from measured values of pressure ratio and phase angle 

between two points in a one-dimensional acoustic field. 

Although equation 6 was derived assuiaing a harmonic so^ond pressure 
field, reference 5 generalizes the technique to include a random sound 
field. 


EXPERIMKNTAL SETUP 

A series of tests wan conducted to determine the feasibility of 
using equation 6 to calculate acoustic impedance. Two acoustic systems 
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wt-re used for the evaluation: a Helmholtz resonator with a resonant 

frequency of approx im/itely 1,0 kHz and a sample of a ceramic honeycomb 
m/iterlal. To #»valuate the two-mi crophone method (TMM), a comparison 

r Q ] 

was made with Impedance data obtained using the standing-wave method^ 
(nWT»l). For the TMM both pure tone and broad-band random excitation 
w»‘re used but the t>WM data were based on pure-tone excitation. Tests 
without flow were conducted with the resonator in a normal and grazing 
incidence orientation, but the ceramic specimen was evaluated only in 
a no!*mal incidence orientation (in a grazing Incidence orientation the 
area of the ceramic sp€ .men was sufficiently large to violate the 
assumption of a lumped parameter system). A final set of tests was 
conducted with the Helmholtz resonator in the presence of a mean flow 
with Mach nambers of 0.02V and 0.10. 

Figure 2 shows a schematic of the instrumentation used for the TMM 
tests. Flg^ires 2a and 2b shows the instrumentation used with the pure- 
tone and broad band random excitation respectively. For all the tests 
the microphones were mounted flush in the tube wall and were separated 
by a distance of 2.?U cm (l.OO in.). In the no-flow impedance tube (used 
for th<* normal incidence tests) the microphones were located at distances 
of 21. 2h cm (8.36 in.) and 23.78 cm (9*36 in.) from the end of the tube 
where the test specimen was located. In the flow impedance tube the 
microphones were located 53. 3U cm (21.00 in.) and 55.88 cm (22.00 in.) 
from the specimen (in the flow impedance tube the specimen is a side- 
branch system in parallel with the tube termination Impedance). 
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TEST RESULTS 


Fi^rures ia and 3b show the resistance and reactance {normalized 
by pc) of the cer^imlc specimen in the no-flow tube as determined from 
both the SWM and the TOM. Both puro-tone excitation (6-P1-70) and 
broad-band random excitation (6-P7-78) were used with the TMM. In 
f^eneral, there is Kood ‘if^reemcnt between the results of the TOM and the 
SWM. A discussion of the detailed differences between the results will 
be presented later in this report. 

Figure h shows the measured pressure ratio and phase angle (l.e., 
complex pressure ratio between mics 1 and 2) used to calculate the acoustic 
impedance of the ceramic specimen for broad-band excitation. The details 
of these curves depend not only on the resonator properties but also on 
the geometry of the experimental setup (i.e., x^ , x^ and (x^ - x^). For 
example the frequencies where where is maximum 

indicate that a null in the standing wave pattern lies between the two 
microphone positions. Also the onset of higher order modes can be 
observed near 3500 Hz. 

Figure 5 shows the auto-spectra of the two microphones for the test 
case using the ceramic specimen excited by broad-band random noise. These 
spectra are similar but are different in detail. The small scale fluc- 
tuations in the spectra result from the changing standing wave structure 
as frequency changes. 

Figure 6 shows the sound pressure auto-spectrum (Lp) measured by 
a probe tube near the face of the ceramic s?imple and the spectrum of the 
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Input voltfie* Mcouatlc driver. Testa confirmed (firt. **) that 

the Impedance of the cenunle ai>eeimen ufts linear over a range of sound 
pressure level at the specimen face from 90 to 110 dB; therefore It 
wis not necessary for the sound pressure spectrum at the face of the 
specimen to be flat. On the other hand, a flat spectrum Is required 
when testing a specimen with a non-linear impedance. This topic will 
be discussed in further detail at another location In this report. 

Helmholtz Resonator 

A second test war. conducted In which the test specimen was a 
Helmholtz resonator. The resonator had a cylindrical cavity 5«08 cm 
(2.00 In.) long and 3.61 cm (1.50 in.) in diameter. The . ssonator opening 
(oriented perpendicular to the impedance tube axis) was a slit parallel 
to the axis of tne cylinder, 5.08 cm (2.00 in.) long and 0.25 cm 
(0.10 in.) wide. The thickness of the resonator neck was 0.0127 cm 
( 0.0050 in.). The resonator was tested in a normal incidence orienta- 
tion and a grazing Incidence orientation (no flow) using both the TMM 
■ind the ilWM. For the grazing incidence tests th»* resonator impedance 

was computed assuming the resonator was a lumped impedance, Z , in 

r 

parallel with the tube termination impedance, Z : 

Xf 


]_ 

z 

m 



(7) 


9 


Therefore the meHSurement of Z and Z. permit Z to be calculated. 

in t Y 

In t.hls experiment wna estimated to be 1 corresponding to a non- 

re fleet Ive term! nation. 

Figure 7 shows data comparing the resonator Impedance using both 
the ?MM and I'WM. The reactance data shows good ogreeme-t between the 
two techniques; each technique reveals a shift In the resonance fre- 
quency of the resonator.* Tlie cause jf the large discrepancy between 
the resistance data in the grazing Incidence test is not clear. Pure 
tone .'WM tests indicated however that the resonator was highly nonlinear 
above 90 dB SPL at the slit. For random excitation the spectriun level 
was adjusted to 90 dB at the resonator resonance frequency but exceeded 
90 dB at other frequencies which may have been a contributing factor In 
the large discrepancy. 


Tests with Flow 

Figure 8 shows the reactance of the Helmholtz resonator for Mach 
numbers of 0.0, 0.025, and 0.10 as measured by the TMM. This data Is 
qualitatively consistent with acoustic theory and other experimental 
data showing that grazing flow decreases the mass reactance of a 
resonator, thereby Increasing the resonant, frequency. 

DISCUCSION OF RESULTS 


In general, the agreement between the TMM and the SWM is good. On 
the other hand, some detailed discrepancies do exist. It was found, for 


•This shift in resonance is believed to be due to a change in the radiation 
Impedance of the resonator. IngardlTl has studied the radiation loading 
jn resonators in a normal incidence orientation, but there is no similar 
study for grazing Incidence. 
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exmnj’lc, th?it difficulty In accurately meusurlnK phaee tingle uairg the 
experimental setup it« figure ?u resulted In some scatter of the data, 

(ncte the resistance data In figure 7 for the TMM pure-tone excitation). 

An error analysis of equation 6 showed that the accuracy of the resis- 
tance Is strongly influenced by accurate phase measurements. The repeat l- 
blllty and accuracy of phase measurements using the SD360 (fig. ?b) is 
better than that obtained using the analog phase meter. As might be 
expected, phase angle accuracy Is very Important when the true phase 
angle approaches 0 or fl. 

Figures 9 t ..*ough 13 show the results of a sensitivity study using 
the cerairic specimen data (figs. 3a and 3b). Figures 9a and 9b show 
the sensitivity of the impedance to small errors in phase angle mea- 
surement (^2®). The largest effect is noted In the resistance at low 
frequencies (500 - 700 Hz) where the phase angle Is snwill (see fig. U). 

An error In phase angle measurement also seems to affect the reactance 
at frequencies where the absolute value of the reactance Is large 
(see fig. 9b). 

Figures 10a and 10b show the »»ffect on impedt nce of small variations 
in the level of the measured pressure ratio (+^ 0.1 dB). An accuracy 
within 0.1 dB is achievable using standard laboratory sound measuring 
equipment because the absolute accuracy of the sound pressure is not 
important. One microphone was (unplitude and phase calibrated relative 
to the other by flush mounting in a smooth rigid piston wliich was 
Installed in the standing wave tube so that plfinewavec were normally 
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Incident on the surf^ice. The microphones were symm^^tr leal ly located 
with respect to the piston axis. Therefore, It was assumed that both 
microphones would experience phase coherent pressure fluctuations. 

These calibration data were used to correct the measured phase ani^Ies 
and pressure ratios for each specimen). 

Fli^ures lla and 11b show the variation of Impedance with tempera- 
tu.e in the tube. A higher temperature aprears to shift the resistance 
toward lower frequencies. A higher temperature affects the reactance by 
decreasing Its value near the anti-resonance frequency (2000 Hz). 

The discrepancies noted In figures 3a and 3b are probably due to, 
in part, an Inrccurate knowledge of the true temperature in the tube 
when the meas^irements were made. When these tests were made the tempera- 
ture in the tu'* ‘»as assumed to be the same as the room temperature. 
Later, thi** ^sumption waa found to be false, and in subsequent tests 
tne uube temj)erature was measured. 

Figures 12 and 12b show the effect of slight errors in the absolute 
position of the microphone, while figures 13a and 13b show the effect of 
small variations in the microphone spacing. The microphone locations can 
oe determined to an accuracy of less than 0.1 cm usin^ the microphone 
positioning system of the Impedance tube, and the microphone spacing can 
be controlled to within 0.01 cm. However, the data in figure 13a and 13b 
raise the question: Is the acoustical spacing between the mlcrof>hones 

equ. 1 u the distance between the microphone centerlines? If these 
distances are different, using the centerline distance will generate 
errors in calculating the impedance. 
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Cirtzln^ incKlence tentp . - Fo? the incidence teato the specimen 


wfi:» assumed to be a side brnn^h in parallel with ttie tube termination, and 

the specimen impedance, Z • was calculated usin^i^ equation 7 assuming Z • 1. 

r w 

However, when the specimen resist’ince is quite small and/or the specimen 
reactance is large any deviation of Z. from the arsumed value of 1 may 
cause errors in calculating the specimen impedance, ilome of the scatter 
in the data in figures 7 and 8 may be due to this effect. 

Broad-band random excitation is well suited for acoustic testing 
because the data can bo processed rapidly (if the appropriate hardware 
is available) and because the data is a continuous, rather than discrete, 
ftinction of frequency. However, some problems associated with random 
excitation are revealed in the tests conducted as a part of this study. 

A uniform spectral density at the face of a specimen could not be 
generated with available equipment during this study. As suggested 
previously, a uniform spectral density might have produced better agree- 
ment with the pure tone J’WT-I resistance because of nonlinear properties 
at the resonati r- above 90 dB. It is not clear why the computed resistance 
is a minimum near 1000 Hz (the resonator lesonance) and Is maximum near 
500 and 1200 Hz for the case where random excitation was used. A 
sound pressure measurement at the face of the specimen revealed that the 
sound pressure spectrum had similar characteristics. However, the resonator 
nonlinearity is sensitive to particle velocity which is relatively large 
at the resonant frequency. 

Tiie problem of a non-uniform spectral density also affects the 
computation of the specimen reactance (see fig. 7) when the specimen is a 
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nlilt* bnuich. This Is Ih*cuhs«* th«* S|>»*c*lmeii r«*Hotiitu*e Is fi function of the 

me(isur«*«l Imucilunce Z (both renetanoe and rosxutiuice) , see e()imtion 7 . 

re ~ 

In procrBBln#!; broful-bfitul r/ir\di>re dfitii thore an* a mimbfr of eonBiderii- 
tlonfl that Bhouhl bt* aldreBSod. Umr of thf*Be Include: the effect of 

bandwidth, data window, mul averafjiriK procedure on bias and random 
errors; the Btatistlcal stability of the enuationa; and the effect of 
flow ru^lae on the data analysis. 

The effect of the frequency bandwidth used in the data analysis 
can be seen by plottiriK» fhe star;ding wave for several different bandwldths. 
PMgure 1I4 shows soim* of this data for the Helmholtz resonator in a grazing 
incidence local ion in the flow impedance tube. It can be seen that, for 
broad-band excitation, the standing wave ratio decreases as bandwidth 
and distance from the specimen Increase. 

Flow nolne will be a problem for any measurement technique unless 
special data processing operations are performed to enhance the acoustic 
signal. (Some of the data variation in figure 8 is. no doubt, due to 
flow noise effects). One rethod for removing flow noise involves the 
measurement of the signal coherence between the driver input voltage and 
3. micn')phone in the tube. When .die microphone spectrum (flow noise plus 
sound) is multiplied by the signal colierence, the result is the spectrum 
of the acoustical signal. This is illustrated in figurt' 15 where the top 
curve is the sound pressure* spectrum with a Mach iiumber 0 . 3 . The two 
lower curves are (l) the true acoustic spectrum (no flow) and ( 2 ) the 
acoustic spectrum obtained by the coherence procedure. Except for very 
low frecpiencies where background noise is present, it can b^^ seen that 


thi' no fli'w Htui flow hpouhMc Bpeotra nr** the nnmc (note that In nome 
onneB the neountle Bpeet rum is an mueh as 15 beh^w the total spectrum). 

CONCIilSIONS AND HfcX'^^MMKNPATIONG 

Based on the testa conducted durin#; this study the two-microphone 
method appears to be a useful techniv]ue for «waluatin^ acoustic imped!ince. 

It should be noteil that this research effort was only a feasibility stuvly, 
and that the two-mi crophone method is in a preliminary sta<a;e of development. 
Continued dcvelopmt»nt and application of the two-m I crophone technli]ue is 
rect^mraended for the following: reasons: 

1. There Is a need for aiiditlonal ways to measure acoustic 
impedance » particularly in situations where it is necessary to 
confirm impedance data by two or more measurement methods. 

2. There are some cases where the two microphone method may have 

an advantfifje over other Impedance measurin^T techniques. The 
two mlcn^phone method has the potential to be extended to more 
difficult Impedance measuriiui: situations such as the measure- 
ment of imp^^iance /it low intensity and Mach numbers usin^: 

a signal coherence approach to enhance the acoustic signal. 

3. Measurement time is reduced by at least an order of m/ignitude 
by using the two-mlcrophi>ne method with broad-band randt>m 
excitation. The technique lends Itself easily to automation 
using an on-line computer to process tlie data. 

h. The two microphone method Is a unique way of ex/imlnlng the wave 
structur*' of an acoustic field. This approach could be exploited 
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to other Ideas related t^> duet acoustics^ such as the 

V . , 

separation of incident and reflee’ted sound' j>ower in an acoustic 

<• • 

Held. 

•^he two-ralcrophone m'»thod is still under development and a n^unber of 
items should be ad iressed to irapn>ve the reliability of the technique. 

."H^rae suKgosted topics of study are: 

1. Optimization of the tvo«»mlcrophone method . - A stuay of this 
tyj)e would determine the best location of the microphones and 
the optimum microphone spacing. The study would also determine 
the Importance of microphone size on bias error in measuring 
the pressure ratio and phase shift between the microphones. 

2. Error Analysis of the two»microphone methcxi . - This would be 

compt'uied of two parts: an error analysis of the Impedance relation 

(eq. 6) in which all the relevant experimental parameters would 

be ex'unined, and a statistical study to determine the effect on 
Impedance calculations of data processing parameters such as 
bandwidth and data window. The result of this study would be 
the development of error bc^unds and confidence levels to establish 
the validity of impedance data. 

3. Extension of two«-microphone method to handle flow noise 
contamination . - This effort would Involve modifying the si^sual 
processing procedures to utilize signal coherence techniques to 
enhance an acoustic signal burled in flow noise, ^uch a procedure 
would be useful for measuring the Impedance of nonlinear systems 
at low and medium intensities when flow noise is present. 
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U. Testiittt -f uon-1 Iti.Ht- with run dotn t;xcltHM'>_n. - The 

rrobl'Ti of the Inability to pn^duce a flat opeotrum at the face 
of the i:|jecimen can be handled In two ways. One method Is to 
genernte i he random Blgnal digitally, using digital filtering 
techniques to shape the Kpectrum of the driver voltage to yield 
a flat npectrujn at the face of the specimen, A second method 
ignores the shape of the spectrum entirely but the spectrum 
level for each frequency l>and is recorded and stored in computer 
memory at the time the test is conducted. This procedure is 
repeated for several teats at different intensity levels, 

1 ng a three dimensional array (impedance, frequency, 
intensity). To determine th^ impedance at a certain intensity 
the array would be scanned at each frequency to find the 
appropriate impedance correspond iiig to the specified intensity 
(in certain cases interpolation may be necessary). 
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Figure 1.- Schematic diagram of experimental setup for 
comparing measurements of normal incidence 
impedance using both standing wave method 
(SWM) and two-microphone method (Tffi). 
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Figure 3a. - Kesistance of the honeycomb ceramic specimen. 
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Figure 3b. - Reactance of the honeycomb ceramic specimen. 
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Figure 7. 


- Comparison of impedance data for a Helmholtz resonator using the two- 
microphone method (TTW) and the standing wave method (SWM). 
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Figure 8. - The effect of grazing flow on the reactance of a slit 
Helmholtz resonator. 
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Figure 9a. - Resistance sensitivity to variaiions in phase angle. 
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Figure 10a. - Resistance sensitivity to variations in pressure ratio. 
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Figere 11a. - Resistance sensitivity to variations 
in air temperature T. 
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